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Abstract. As a calibrated laser pulse propagates through the atmosphere, the intensity of the Rayleigh scattered light arriving 
at the VERITAS telescopes can be calculated precisely. This allows for absolute calibration of imaging atmospheric Cherenkov 
telescopes (lACT) to be simple and straightforward. In these proceedings, we present the comparison between laser data and 
simulation to estimate the light collection efficiencies of the VERITAS telescopes, and the analysis of multiple laser data sets 
taken in different months for atmospheric monitoring purpose. 
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INTRODUCTION 

VERITAS is an array of lACTs located at the Fred 
Lawrence Whipple Observatory on Mount Hopkins in 
Arizona 1 1]. It consists of four 12m reflectors, each with 
a camera comprising 499 photomultiplier tubes arranged 
in a hexagonal lattice covering a field of view of 3.5°. 
Calibration of the VERITAS telescopes is done via mea- 
surements of individual elements as described in Hanna 
et al. 10] • A more direct approach to measure the effec- 
tive light collection area of the VERITAS telescopes is 
first proposed by Shepherd et al. [3] using scattered light 
from a calibrated laser pulse that is detectable by the tele- 
scopes and can be simulated easily. As the laser shot trav- 
els upward through the atmosphere, the laser light under- 
goes Rayleigh scattering from dipoles, and Mie scatter- 
ing from particles similarly sized as the laser wavelength 
or bigger |4]. If the telescopes are pointing at high ele- 
vation (the highest line in figure [TJ, Rayleigh scattering 
would dominate after attenuation from the aerosol layer. 
For mid-range elevation, the scattered laser light would 
have gone through a longer distance in the aerosol layer 
and attenuated more than at the higher elevation. If the 
telescopes are pointed at low elevation and intercepting 
scattered light coming from within the aerosol layer (the 
lowest line in figure [T]), Mie scattering becomes impor- 
tant. 

Rayleigh scattering can be simulated accurately while 
Mie scattering depends on the aerosol conditions and 
properties at the particular time. Therefore multiple mea- 
surements over a range of altitudes throughout the ob- 
serving season are necessary to monitor atmospheric 
changes and to estimate the effective light collection area 
of the telescopes. 
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FIGURE 1. Cartoon demonstration of laser setup and a pic- 
ture of the laser. 



LASER SETUP & DATA ACQUISTION 

A 300 /i/ nitrogen laser with 4 ns pulse width and 337nm 
wavelength is mounted on a movable rack with flexi- 
ble beam collimation and intensity adjustment (see fig- 
ure [T]). The laser is fired pointing at zenith ~ 1.2 km 
away from the VERITAS telescope array. The array is 
aimed at a range of elevation from 20° to 60° (altitudes 
0.5 km to 2.2 km). Both the laser and the array are exter- 
nally triggered by GPS pulsers such that each recorded 
event contains an image of the laser shot. The flash- ADC 
(FADC) recording window is lengthened to 244 samples 
(488 nanoseconds) to maximize the recording time of the 
scattered laser light moving across the camera from 3.5 
to 12.5° iis~^ depending on the elevation. 

Due to the limited recording time in data acquisition 
and geometric effects, the length of the laser signal trace 
increases with altitude (see figure[2l). To alleviate this, the 
pixels are configured to read at different memory depths 
of the recorded trace for altitude greater than 1 .5 km such 
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FIGURE 2. FADC traces of a laser event at different elevation. At higher elevation, the number of pixels triggered is reduced due 
to geometrical effects. With timing adjustments, the scattered laser light can be captured with the entire length of the camera. 



that all recorded events from any altitude have more than 
20 pixels in the image. 



ANALYSIS & SIMULATION 

The laser analysis algorithm is modified from the regu- 
lar data analysis used in VERITAS described in |5]. The 
FADC trace is convolved with a fixed 125-sample wide 
window and the location of the integration window is de- 
termined by the peak of the integration. If the integration 
window falls outside of the FADC recording window, 
the trace is considered truncated and discarded from the 
analysis. For the remaining traces that do not resemble a 
background signal and have an integrated digital counts 
(dc) more than 180, those are added to the image sum. 
The Linear Image Brightness Density (LIBD) is the im- 
age sum divided by the image length. 

Rayleigh scattering simulation with GrlSU(tah) 1^ 
simulation package provides the expected VERITAS de- 
tector output from the Rayleigh- scattered light. The de- 
tector output is then analyzed by the algorithm described 
above. At higher altitude where Mie scattering is less 
important, the LIBD from the simulation is matched to 
data by adjusting the light collection efficiency constants 
in the telescopes model. Combined with tracing of the 
Rayleigh- scattered light in simulation, we can derive the 
effective light collection area of the telescopes. 



DATA & RESULTS 

Two sets of data were taken in October 2007 and Febu- 
rary 2008. To account for the difference in laser intensity, 
it is divided from the LIBD. Both nights has comparable 
LIBD with laser intensity normalized, suggesting little 
changes in the local atmosphere and the telescopes be- 
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FIGURE 3. Linear image brightness density measured in 
two different nights, laser intensity has been normalized. Both 
nights are comparable to each other, suggesting similar atmo- 
spheric conditions and minimal changes in the telescopes on 
both nights. 



tween the two nights (see figure [3]) . More frequent dis- 
tant laser runs are being planned for regular monitoring 
of the local atmosphere and of the array. 

Outside the aerosol layer, Rayleigh scattering dom- 
inates over Mie scattering. In figure (H the LIBD of 
our measurement and simulation are shown together for 
comparison. At high elevation, the data is brighter than 
the simulation; while at low elevation, the scattered light 
travels a longer distance inside the aerosol layer and un- 
dergoes more Mie scattering, lowering the light intensity 
reaching the telescopes. Figure[5] shows the ratio of LIBD 
between data and simulation as a function of elevation. 
This ratio can be affected by the accuracy of the tele- 
scopes model used in our simulation and by the amount 
of Mie scattering that is not accounted for in our simula- 
tion. The high elevation points are affected least by Mie 
scattering unaccounted for in simulation, allowing us to 
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FIGURE 4. Linear image brightness density comparison be- 
tween data and simulation. Data and simulations are well- 
matched above 50° elevation. 
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FIGURE 5. Linear image brightness density ratio between 
data and simulation. At low elevations the ratio is lower due to 
additional Mie scattering not accounted for by the simulation. 



adjust our telescopes model in simulation accordingly. 

By comparing data at high elevation and the calcu- 
lated density of Rayleigh scattered light reaching the 
telescopes from simulation, we can estimate the ef- 
fective light collection area of individual telescopes. 
The recorded LIBD at 60° elevation for one tele- 
scope is 3.7 X 10"^ dcdeg~^ per event, and there were 
5 15 photons m~^(i^g~^ per simulated event at the same 
elevation. Therefore the ratio of how many digital counts 
per photon for the telescope's light collecting area is 
12dcm^photon~^. Single photoelectron measurement 
derived from the nightly flatfielding laser runs |2] is 
^ 5 dc/photon. Combined with the light collecting ra- 
tio, the effective light collection area of a telescope is 
~ 14m^. 

The effective light collection area can also be ap- 
proximated by using indiviual elements' measurements. 
The VERITAS telescopes each have a mirror area of 
~ 1 10 m^, quantum efficiency at laser wavelength is mea- 
sured to be 0.18, mirror reflectivies at laser wavelength 
is 0.92, and camera efficiency is 0.81. These measure- 
ments yield an effective collection area of 15 m^, which 
is comparable to the area derived from the distant laser 
measurement. 



SUMMARY 

A calibrated laser pulse fired at zenith at some distance 
away from lACTs can be used for absolute calibration 
and for monitoring of both the telescopes' conditions and 
the atmosphere at the same time. We presented 2 nights 
of data that shown similar linear image brightness den- 
sity, suggesting few changes in the atmosphere and the 
conditions of the telescopes during that time. With more 
measurements in the future, we hope to characterize the 



effect of aerosols on light collection of lACTs. Prelim- 
inary estimation of light collection efficiency of one of 
the telescopes shows our expectation of telescope perfor- 
mance matches with what was recorded, and the effective 
light collection area is measured to be ^ 14m^. 
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